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H1   APS MBES 1-ID-C
MONOCHROMATIC BEAM

EXPERIMENTAL STATION ASSY.
(FLOOR PREPARATION)
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24.00 [609.60]

24.00 [609.60]

76.34 [1939.04]37.07 [941.58]

2.00 [50.80]

76.34 [1939.04]115.81 [2941.57]

78.23 [1987.14] 160.79 [4084.07]

278.30 [7068.77]

268.59 [6822.19]

4.85 [123.29]

160.28 [4071.21]

24.00 [609.60]

6.18 [157.10]

45.55 [1157.10]

84.92 [2157.10]

203.04 [5157.09]

242.41 [6157.09]

24.00 [609.60]

24.00 [609.60]

24.00 [609.60]

24.00 [609.60]

163.65 [4156.68]

148.86 [3781.04]

2.00 [50.80]

7.23 [183.76]

5.55 [141.07]

56.75 [1441.32]

9.23 [234.56] 4.36 [110.87]

4.36 [110.87]

5.38 [136.53]

24.00 [609.60]
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SEE NOTE 2

SEE NOTE 1

NOTES:

1. CONCRETE PREPARATION AREA SHALL BE FLAT WITHIN 1mm PER 1.00M.

2. 36X ANCHOR BOLTS (SEE B1 SHT. 6)
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