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DEARBORN VALVE & FITTING CO. 2 MUELLER BRASS CO.

1540 N.OLD RAND RD. P.O. BOX 847 775 W. BELDEN AVE.
| = ™ WAUCONDA, IL 60084 SUITE C |

ADDISON, IL 60101
PH.: (708)-543-5522
FAX: (708)-543-5810 |

708-526-6900
| FAX:708-526-1221

NOTES:
|> 4 | SS-2-VCR-1 FEMALE NUT (SWAGELOK, CAJON) SST 1
1. FOR COMPLETE SPECIFICATIONS ON CLEANING, VACUUM 3 1/8 0.D. OFHC COPPER TUBING COPPER 1
| REQUIREMENTS, TESTING AND DELIVERY PREPARATION, SEE |
ANL DOCUMENT #410201-00095. 2 | SS-2-VCR-3 SOCKET WELD (SWAGELOK, CAJON) SST 2
| 2. DIMENSIONS IN BRACKETS [ ] ARE MILLIMETERS. |> 1 | SS-2-VCR-4 MALE NUT (SWAGELOK, CAJON) SST 1 |
3. FOR COMPLETE BRAZING SPECIFICATIONS, SEE
ANL DOCUMENT #AMS 2664E.
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