
 FLANGES REMOVED FOR CLARIFICATIONS
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23842 CABOT BOULEVARD
HAYWARD, CA. 94545-1651
(510)-887-6100

 SOURCE
MDC VACUUM PRODUCTS CORP.1

76 8

BEAM

86 7

5

CL

7 8

5

3
3

 S3-320000-00

 S3-310000-00-

BLANK FLANGE 8.00 NOM. ØMDC #110030

12

1

2

16

SST

SST

SST

8

8

16

SST

SST

SST

SST 12

17

14

13

12

MDC #190070

MDC #110008

11

10

15

.28 I.D. x .62 O.D. x .04 THK
FLATWASHER

1/4-20 UNC-3A x 1.25 LG.
HEAD HEX BOLT

PLATE NUT
(SET OF 12)

BLANK FLANGE 2.75 NOM. Ø

THREADED ROD

HEAVY JAM NUT
1"-8 UNC-2B

1"-8 UNC-2B
FULL HEX NUT

1"-8 UNC-2B
SPHERICAL NUT & WASHER

144SST

SST 168

4

2

SST

TUNGSTEN

SST

2

1SST

2

8

7

6

5

4

3

 A4-810100-03

MDC #190074

1

 S3-230000-00-

2

S3 BELLOWS & ROD ASSEMBLY

12 PT. HD.BOLT
5/16-24 UNC-2A x 2.25 LG.

.34 I.D. x .69 O.D. x .06 THK
FLATWASHER

A4 GUIDED CYLINDER  ASSEMBLY

S3 TUNGSTEN BLOCK ASSEMBLY

(SET OF 24)5/16/-24 PLATE NUT

S3 CHAMBER WELDMENT

1"-8 UNC-3A x 9.00 LG.

 NOTES:

-10

   SUCH AS:

1. THIS IS A ULTRA-HIGH VACUUM CHAMBER ASSEMBLY (UHV).

   THE LEAK DETECTOR IS SENSED WITHIN 1 MIN.
   IF A 2% DEFLECTION IN THE MOST SENSITIVE RANGE OF
   (BAGGING) WITH HELIUM, THE CHAMBER WILL BE REJECTED
   FINAL TEST WILL CONSIST OF SURROUNDING THE CHAMBER

   PERFORMED JUST PRIOR TO TESTING.
   CALIBRATION OF THE LEAK DETECTOR SENSITIVITY SHALL BE

DuPONT CEC 24-120B
VEECO MS-9, MS-90 OR MS-18
VARIAN NCR 925 OR 936
ALCATEL ASM-110TCL

   OF 2 x 10   STANDARD CC/SEC PER LEAK METER DIVISION,
   SPECTROMETER WITH MINIMUM SENSITIVITY FOR HELIUM
2. VACUUM CHAMBER SHALL BE LEAK TESTED USING A MASS

ID   BEAM
   WITH LETTERS 1/2" HIGH.

3  INSCRIBE IN LOCATION SHOWN, BOTH SIDES:

4

*

* MULTIPLE PART

S3300000-01-3

S3-300000-01-3

S3-30 I.D. SAFETY SHUTTER
COLLIMATOR ASSEMBLY

SEE PARTS LIST

.1 [2.5]

.01 [0.25]

.005 [0.13]

0°30’

125

1/4

D3 4

MUSCIA 8/17/98

J. CHANG 10/29/98

CHANG/MUSCIA 8/17/98

J. CHANG 10/29/98

D. SHU 11/1/98

T.M. KUZAY 11/10/98

16

18 S3-300001-01 S3-30 KIRK KEY MOUNT BLOCK ALUMINUM 2

KIRK KEY INTERLOCK 3/8" PROJ. 3/4" TRAVEL19 2

3/8 - 24 X 3/4" LG. HEX BOLT20 SST 4

5/16 - 18 X 1 1/2" LG. SOC. HD SCREW21 4

.326 I.D. X .078 THK. LOCK WASHER22 SST 4

2

ABB POWER DISTRIBUTION. INC.

FLORENCE, SC 29501

CIRCUIT BREAKER DIVISION
P.O. BOX 100524

2

TEL: 1-800-438-2442
FAX: 1-803-664-0520

TYPE BK

23 10" O.D. - 4 1/2" O.D. REDUCING FLANGE SST 1S3-300002-00

SST/SILVER PLATE

.390 I.D. X .094 THK. LOCK WASHER SST 4

S3-300000-00-4

M.J.M..390 I.D. LOCK WASHER ADDED

QTY. 4 WAS QTY. 8

3/8 - 24 HEX WAS 5/16 - 18 SOC.
WAS 1" PROJECTION

S3-300001-01 WAS S3-300001-00
 3/8" PROJ. X 3/4" TRAVEL

1 1/2" LG. WAS 2 1/4" LG.

S3-300000-01-2 WAS
S3-300000-00-1

S3-300000-01-1 WAS

S3-300000-01-3 WAS

S3-300000-01-4 WAS

S3-300000-00-3

S3-300000-00-2

1 *

J.C. 5/7/99


