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SCALE 4X

NOTES:

1. BONDING ASSEMBLY SHALL BE LEAK TESTED
USING A MASS SPECTROMETER WITH
MINIMUM SENSITIVITY FOR HELIUM
OF 2X 10 -10 STANDARD CC/SEC PER
LEAK METER DIVISION, SUCH AS:

ALCATEL ASM-110TCL

VARIAN NCR 925 OR 936

VEECO MS-9, MS-90 OR MS-18

Du PONT CEC 24-1208
CALIBRATION OF THE LEAK DETECTOR
SENSITIVITY SHALL BE PERFORMED JUST
PRIOR TO TESTING.
FINAL TEST WILL CONSIST OF SURROUNDING
THE ASSEMBLY (BAGGING) WITH HELIUM. THE
ASSEMBLY WILL BE REJECTED IF A 2% DEFLECTION
IN THE MOST SENSITIVE RANGE OF THE LEAK
DETECTOR IS SENSED WITHIN 1 MIN.

2. CERTIFICATION OF ULTRA SONIC
TEST AND VACUUM EXAMINATION
SHALL BE SIGNED BY A CONTRACTOR
REPRESENTATIVE AUTHORIZED TO SIGN SUCH
CERTIFICATION
3. WATER PRESSURE TEST AT 500 P.S.I. AFTER
WELDING AND ASSEMBLY
4. KEEP THE ASSEMBLY CLEAN, AND WRAP FOR UHV
PACKING WITH ALUMINUM FOIL.
5. DIMENSIONS IN [ ] ARE MILLIMETERS AND
FOR REF. ONLY
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DEARBORN VALVE & FITTING CO.
1540 N. OLD RAND ROAD

'WAUCONDA, IL. 60084-0847
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REF. SOURCE

(SWAGELOK) D MDC VACUUM PRODUCTS CORP.
23842 CABOT BLVD.
HAYWARD, CA 94545-1651
TEL: 1-800-443-8817
FAX: 1-510-887-0626

P.O. BOX 847

TEL: 708-526-6900
FAX: 708-526-1221
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15 #4 - 40 X 1/4" LG. SOC. HD. SCREW SST 1

14 120 1.D. X .040 THK. LOCK WASHER SST 6

13 #4 - 40 X 1/4" LG. SOC. HD. SCREW SST 6

D 12 #110004 11/3 0.D. NONROTATABLE VACUUM FLG. SST 1

11 $S-400-1-2 1/8 - 27 N.P.T. MALE CONNECTOR SST 2

10 |P4105091502-910210 |L2-90 FEED THROUGH ADAPTER TUBE SST 1

9 |P4105091502-910209 | L2-90 DIAMOND SENSOR CLAMP SST 1

8 |P4105091502-910208 | L2-90 DIAMOND SENSOR SYN. DIAMOND 1

7 |P4105091502-910207 | L2-90 WATER COOLED SLIT HEAT SINK TUNGSTEN 1

6 |P4105091502-910206 | L2-90 INLET PROBE TUBE SST 1

5 |P4105091502-910205 | L2-90 WATER COOLED SLIT VAC. FLG. SST 1

4 |P4105091502-910204 | L2-90 COPPER TO METAL ADAPTER SST 1

3 |P4105091502-910203 | L2-90 WATER COOLING ENTRANCE PORT MONEL 400 1

2 |P4105091502-910202 | L2-90 OUTER WATER COOLING TUBE OFHC COPPER 1

1 |P4105091502-910201 | L2-90 INNER COOLING TUBE OFHC COPPER 1
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