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1. THIS IS A ULTRA - HIGH WELDMENT ASSEMBLY (UHV) INCONEL 82 2X
2. WHEN MACHINING VACUUM PARTS, USE OF
SILICONE AND SULPHUR-BASED CUTTING FLUIDS
IS PROHIBITED. USE ONE OF THE FOLLOWING: B
A) CIMCOOL 5 STAR 49
B) TRIM SOL
3. WELDMENT ASSEMBLY SHALL BE LEAK TESTED
USING A MASS SPECTROMETER WITH
MINIMUN SENSITIVITY FOR HELIUM
OF 2X 10 -10 STANDARD CC/SEC PER REF. SOURCE
LEAK METER DIVISION, SUCH AS:
MDC VACUUM PRODUCTS CORP.
ALCATEL ASM-110TCL 23842 CABOT BLVD.
VARIAN NCR 925 OR 936 HAYWARD, CA 94545-1651
VEECO MS-9, MS-90 OR MS-18 TEL: 1-800-443-8817
Du PONT CEC 24-1208 FAX: 1-510-887-0626 5 #4638K511 1/8 N.P.T HEX SOCKET PLUG SST 7
4 #55-600-1-4 3/8 TUBE TO 1/4 PIPE MALE CONNECTOR 304 SST 14
CALIBRATION OF THE LEAK DETECTOR D SWAGELOK 3 #100014 21 31/;12 %I; iog:;cviﬁ \:(Alt:feux; Fl;ﬁgﬁfe 304 SST 2
SENSITIVITY SHALL BE PERFORMED JUST DEARBORN VALVE & FITTING CO. 2 kol - 304 SST
PRIOR TO TESTING 1540 N. OLD RAND RD 1 L5-920001-01 L5-92 MAIN BODY HEAVY METAL HD 18.5| 1
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THE ASSEMBLY (BAGGING) WITH HELIUM. THE FAX: 1-847-526-1221 UNLESS OTHERWSE SPECITED, | LoamneER ETS————
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